Definitions of the concepts of bias and recovery are discussed and approaches to dealing with them described. The Guide To Uncertainty in Measurement (GUM) recommends correction for all significant systematic effects, but it is also possible to expand measurement uncertainty to take account of uncorrected bias. Run, laboratory and method bias can be defined as components of the bias of a particular measurement result, and can be useful as concepts used in method validation. Estimation of run bias allows a simplification of the estimation of measurement uncertainty. Multivariate calibration brings its own biases that must be quantified and minimised.
Introduction
The concepts of 'bias' (and 'recovery') are important aspects of the understanding of a measurement result in analytical chemistry. This paper will discuss the present definitions and will review different approaches to dealing with systematic effects. In addition to the metrological debate, field laboratories need to be able to estimate and, if necessary correct for, systematic effects. Example of present practice will be given. * Tel.: +61 2 9385 4713; fax: +61 2 9385 6141.
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The concept of bias of a measurement result is best understood in terms of a measurement model that recognises systematic and random components of error.
The true value of a measurand, x, is estimated byx which differs from it by a systematic component, the bias δ and a random component ε. The random error is considered to be Normally distributed with expectation zero and standard deviation σ. Therefore, a large number of measurements will have a mean of (x + δ) as shown in Fig. 1 . A single measurement result cannot distinguish between systematic and random error, but several measurements combined with knowledge about the characteristics of the method can allow calculation of an interval aboutx that contains the true value with a certain level of confidence.
U is known as the expanded uncertainty [1] and is obtained from considerations of all aspects of the uncertainty of the measurement result. The so-called GUM approach (after Guide to the Expression of Uncertainty in Measurement [1] ) was first published in 1993 and has been the basis of the recommended methods for characterising a measurement result. A requirement of the international standard for testing laboratories (ISO/IEC 17025 [2] ) is that an appropriate measurement uncertainty be estimated for the results. One reason that traditional concepts of systematic and random error have been subsumed into the uncertainty approach is that depending on the information used, one kind of error can be turned into another, and so there is no general definition of these terms and the measuring system must be described very carefully. This discussion will be expanded below.
Definitions
In measurement science there is a need to carefully define basic terms and concepts used on which the subject rests. Fundamental terms such as "measurement" must mean the same to a chemist as to an astronomer or psychologist. All major international bodies who have an interest in measurement, including the International Bureau of Weights and Measures, ISO, and IUPAC have come together to revise the International Vocabulary of Basic and General Terms in Metrology, in order to provide this sought after common basis. In the forthcoming third edition (VIM3, [3] The earlier definition, and one used by ISO 5275 [4] , is 3.8 bias: The difference between the expectation of the test results and an accepted reference value. NOTE 5 Bias is the total systematic error as contrasted to random error. There may be one or more systematic error components contributing to the bias. A larger systematic difference from the accepted reference value is reflected by a larger bias value.
The depiction in Fig. 1 is consistent with these definitions. The definitions also imply that bias can be estimated by measurement of a reference quantity value, and then subsequently corrected for.
Components of the systematic error of a measurement result
In the definitions given above there is no distinction made among different sources of systematic error. However, identification of the source of systematic error can impact on its estimation and treatment. The headings below represent sources that have been proposed as worthy of individual attention. They may overlap, and it must be remembered that for a single measurement result there is but one, unknowable, 'measurement error'-the difference between x andx in Eq. (1).
Sampling bias
When the measurand is a quantity of a larger whole, sampling error can be a major systematic effect, and will not be treated in the same way as for effects in the laboratory procedures. A goal of a sampling protocol is often to randomise effects that can be then treated statistically [5] . Ramsey [6] has pointed out that the traditional, i.e. an assertion of random sampling does not guarantee the desired result. 'Analytical bias' (Ramsey's term for systematic effects arising during the laboratory measurement, to distinguish the effect from 'sampling bias') is usually estimated by measurement of a reference material. By analogy sampling bias can be estimated by use of a reference sampling target (RST). The RST is synthesized to have a known concentration of analyte [7] , or it is a routine sample that has been selected for the purpose and its quantity value established by an inter-laboratory study [8] . The certified value may also be specified for its spatial extent. The second method suggested by Ramsey [6] , which is designed to randomise sampling bias, is to use multiple sampling protocols, again in a collaborative study. Each different bias will contribute to the sampling variance in an assumed random fashion. Therefore, a realistic uncertainty due to sampling can be estimated and a decision regarding whether a measurement will be fit for purpose made. Ramsey calls this 'appropriate' sampling.
Calibration bias
Calibration bias for direct reading instruments (where the indication of the measuring instrument is expressed in the same quantity as the standard) has been identified by CuadrosRodriguez et al. [9] in contrast to factors employed in indirect calibration. An example is a direct-reading balance, for which the bias, measured by weighing a calibrated mass, is subtracted from subsequent measurements as a correction. The correction can be an absolute value or a relative correction factor that multiplies the uncorrected result.
Indirect calibration is required for the majority of analytical measurements, and involves the establishment of the relation between the indication of the measuring instrument (counts, voltages, currents, peak areas, etc.) and values of the quantity being measured. If the calibration equation holds for the measuring system, is linear in the coefficients, and the random components of error are known to be constant or proportional to the quantity value, then there are algebraic solutions for the coefficients and uncertainties of quantity values estimates [10] . A bias arises when the calibration equation does not fit the quantity value-response relation; for example when a straight line is forced through data that curves at higher concentrations. The potential error in misusing straight line calibrations has been demonstrated by Mulholland and Hibbert [11] , or by employing an inappropriate function by Kirkup and Mulholland [12] . It is important therefore that in establishing the calibration the adequacy of the mathematical model is demonstrated.
For the case of multivariate calibration (for example principal components regression, ridge regression and partial least squares regression) because the calibration function is usually a linear combination of variables, there is almost inevitable bias. Kalivas [13] discusses this in a review in which he describes the "bias/variance" trade off in the optimal harmonious model. Bias in multivariate calibration may be expressed as the root mean square error of calibration, or by using a separate data set the root mean square of prediction (or validation). Leave one out cross validation methods also give estimates of bias.
Recovery
Although incomplete recovery contributes systematic errors to a measurement result and so is included in this discussion, the actions that give rise to the need to consider recovery perhaps should be seen as a part of the overall measurement procedure. Indeed one definition of the term concerns the physical separation of an analyte from a matrix, as opposed to our ability to measure a quantity in the course of an analysis. Confusion among the different terminology and interpretations of the concept 'recovery' still permeates the analytical community. For a flavour of the problems in defining this term see the concise paper of Dybkaer [14] which was written in response to two IUPAC recommendations [15, 16] . Here we shall adopt the Dybkaer terminology, although there appears to be no great dispute about the intent of the definitions of the concept. If in a chemical analysis it is necessary to apply a procedure to the sample to be analysed that separates or derivatises or otherwise changes the sample before presentation to the measuring instrument, there is a possibility that not all of the analyte will be measured by the instrument. The ratio of the measured amount (Dybkaer: the initially estimated quantity) and the amount actually present in the sample (Dybkaer: the actual amount) is called the recovered quantity ratio (colloquially the 'recovery') [14] . The problem arises when the recovery has to be estimated, in order to apply a recovery factor to subsequent measurement results. For a routine measurement the actual amount is perforce unknown, and so a separate procedure is needed to establish the recovery factor. If a well characterised matrix-matched certified reference material is available, the recovery factor is simply the mean of a suitably large number of measurement results on this material divided by its certified quantity value (see Eq. (3)). A statistical test for a null hypothesis of R = 1 can be performed to decide if any correction is to be applied to routine results, and then an uncertainty component must be included when the combined standard uncertainty is calculated for the corrected or uncorrected field measurement result.
where C(ref) meas is the initially estimated quantity that is measured p times to give the mean, and C(ref) cert the actual amount which is usually certified in the documentation accompanying the reference material. The standard uncertainty of the estimate of the quantity value of the reference material is u(C(ref) meas ) and the standard uncertainty of the reference value itself is u(C(ref) cert ). In the majority of cases there is no matrix matched reference material, and so the commutability of any material used must be considered. Thus, if a blank matrix material is spiked with neat analyte the question arises as to what extent the analyte is taken up in the matrix in the same manner as a field sample. Perhaps the spike will be recovered more easily? In principle recovery is estimated in the same way, by replicate measurements of the spiked material. The uncertainty of the recovery factor must now include an estimate of the error arising from lack of commutability. This component is difficult to estimate and might be of a magnitude that makes it difficult to observe a significant recovery. Under this regime, equations for the recovery and its uncertainty become
C(ref) grav is the quantity value of the analyte in a gravimetrically prepared spike, and f appears formally in the equation for R as a correction for the lack of commutability with a value of 1 and uncertainty u(f).
Analytical biases
It is possible to conceive of bias terms arising from different aspects of the analytical process. A rather poor method that consistently gave low results would not be susceptible to improvement by more quality control at the laboratory level, whereas a hapless analyst who consistently miss-applies the method procedure will contribute to that laboratory's bias only. Uncorrected a biased method would be unlikely to give results that could be compared with those from a different method. The Analytical Methods Committee of the Royal Society of Chemistry [17] in 1995, and then later Thompson [18] split the bias term of Eq. (11) into contributions from the method, laboratory and run, which together form a 'ladder of errors' [18] . Fig. 2 shows the relationships among these concepts.
O'Donnell and Hibbert [19, 20] have considered bias from the VIM definition and thus discuss different biases in relation to the conditions under which the measurement result is obtained. They emphasise that only a single systematic error can be measured in a given set of experiments, whether done under repeatability conditions (run bias), intra-laboratory reproducibility conditions (laboratory bias) or as part of an inter-laboratory method validation study (method bias). How lower level biases become random components as the analysis moves up the hierarchy are shown in Fig. 3 . For example, if an individual analyst uses the same pipette for preparing solutions, any bias from the nominal volume will be included in all measurements made. No matter how many repeats are made, there will be a systematic error. However when a result is the mean of measurements made across many laboratories, the biases of individual pipettes now average to (hopefully) zero, but these biases now contribute to the overall variance. This is shown in the figure by different run means with small variances being combined into an overall inter-laboratory mean with larger variance (Fig. 3) . Although the usages of the terms run bias, laboratory bias and method bias differ, it can be seen how they are related from Figs. 2 and 3. It is to be noted that ISO 5275 also defines laboratory bias, bias of the measurement method and laboratory component of bias which mirror some of the usage here [4] . 
Measurement of method bias by inter-laboratory studies
ISO 5275, part 4 [21] provides the statistical basis for an inter-laboratory study to estimate the bias associated with a method. This approach is used by organizations that publish standard methods of analysis to determine bias in the course of a method validation campaign. As with other inter-laboratory studies [22] laboratories and materials distributed are chosen with the aims of the study in mind, which are to estimate the magnitude of the bias of the measurement method and to determine if it is statistically significant. If the bias is found to be statistically insignificant, then a further objective is to determine the magnitude of the maximum bias that would, with a certain probability, remain undetected by the results of the experiment (i.e. the power of the test). Laboratories are chosen as a competent and representative selection of field laboratories. The number of laboratories and replicate materials sent to each laboratory is determined by the minimum bias that it is wished to discover. When the results are returned they are checked for homogeneity of variance (Cochran's test) and the bias and its 95% confidence interval calculated. As with all inter-laboratory studies the organizing panel will scrutinize results and issue a report to the sponsoring organization. This standard also shows how laboratory bias can be estimated from results from a single laboratory if an inter-laboratory study has previously established the repeatability standard deviation of the method. Hund et al. [23] also mention estimation method and laboratory bias by inter-laboratory studies.
Kuselman [24] treats results from a proficiency testing study in terms of individual laboratories having significant or insignificant bias compared with the certified value of a reference material. The inter-laboratory mean and standard deviation from the population of the participating laboratories are used to establish criteria for rejecting the null hypothesis, or accepting alternative hypotheses.
Bias of empirical methods
An empirical method, one for which the measurand is defined by the method, has zero method bias by definition, when used exactly according to the prescribed method. An example is the measurement of chemical oxygen demand (COD) by ISO 6060, in which a given amount of dichromate is reduced by oxidisable material in the sample according to a carefully prescribed method [25] . Drolc et al. [26] have discussed the uncertainty of this method, and also demonstrated the absence of run bias using certified reference materials whose COD had been established by the method. However it is noted that the uncertainty of the insignificant bias was not included in the uncertainty budget. If bias is measured, even if it is insignificant, there must be an uncertainty associated with that estimate which should be included in the overall uncertainty budget. The only exception could be for a well characterized method in which there is no reason to expect bias, but which is checked as part of QC procedures. By analogy with the certification of reference materials for stability, measurements that just verify stability do not add to the uncertainty [27] .
Treatment of bias
Authoritative guides on the treatment of measurement results and the estimation of measurement uncertainty agree that all significant bias should be estimated and corrected for [1, 28] . Section 3.2.4 of the GUM reads "It is assumed that the result of a measurement has been corrected for all recognised significant systematic effects and that every effort has been made to identify such effects". The example given is of a clear case in physical measurement in which the finite impedance of a voltmeter gives rise to a bias, the form of which is well known and related to the measurable impedance. In chemical measurement, as has been shown, the nature of bias can be less obvious and arise at different stages of an analysis. Because of the greater complexity of systematic errors in chemistry, and perhaps because a particular value of the bias will be unique to each measurement, some sectors have tended to avoid explicit correction for bias and instead have used an estimate of the magnitude of the bias to augment the measurement uncertainty. O'Donnell and Hibbert [19] have reviewed such methods in comparison with the GUM-recommended approach by Monte Carlo simulation. Correction of a measurement result with inclusion of the uncertainty of the correction in the combined standard uncertainty is demonstrated to be the best approach. If a correction is not to be done then the method known as SUMU Max [29] in which the absolute value of the estimate of run bias (δ run as shown in Fig. 3 ) is added to the expanded uncertainty gives the best estimate, albeit a consistent overestimate.
u c is the combined standard uncertainty and k is the coverage factor which is determined by the required level of confidence and number of degrees of freedom of u c . The definition of run bias as the difference between the average of results obtained under repeatability conditions and the true value leads to a straight forward approach to correction for bias in batch analyses and estimation of measurement uncertainty. In a routine batch measurement if suitable matrix reference materials are available then run bias can be estimated and if significant a correction applied. O'Donnell and Hibbert [30] argue that if this is done, then the only components of the measurement uncertainty are the repeatability precision that pertains to the run conditions under which the measurement and bias estimation are being made, and the uncertainty of the correction. For a bias correction this becomes
where a certified reference material (CRM), appropriately matrix matched, is measured p times and the test sample is measured n times, all under repeatability conditions with standard uncertainty u r . The correction in Eq. (9) is applied if the value of δ is significantly different from zero by a Student't-test
where the standard uncertainty of the estimate of the bias is the combination of the measurement and certification terms in Eq.
.
If it can be demonstrated that the measurements are all made under repeatability conditions, for example using the tests in ISO 5725 [31] then the appropriate uncertainty (u r ) is the repeatability from quality control data with essentially infinite degrees of freedom.
An example of the analysis of the concentration of creatinine in urine by a spectrophotometric method in a commercial analyser has been given by O'Donnell and Hibbert [30] .
Some examples of systematic errors in practice
Multivariate methods of calibration cause concern about bias relative to more traditional methods. Sugar content of cane was measured by principal components regression of mid-infrared data. A bias for sucrose is reported as 0.041 g/100 mL which is claimed to be better than that for direct polarimetry [32] . Other infrared applications for which bias in transferring calibration from one instrument to another is important include analysis of red grapes [33] , the properties of wood in the presence of blue stain [34] , and the analysis of petrochemicals [35] . The more general question of robustness of multivariate calibration using near infrared is discussed by Zeaiter et al. [36] .
An example which is titled "universal bias" but which might be called sampling bias has been identified in geophysics with the analysis of rainwater. Ayers et al. [37] showed that biological effects on the ionic composition of rainwater are not restricted to the previously reported pH. Ammonium, potassium, nitrate, sulfate, methanesulfonate, and phosphate ions are also removed by biological processes, but remain in the rainwater in biomass. The implication is that most previous rainwater composition studies based on ionic analyses will have systematically underestimated nutrient deposition. More careful consideration of the definition of the measurand, and its relation to the measurement function might reveal that the problem lies in this definition, rather than bias as such. The analysis of bias in geochemical analysis is of concern in a work by de Castilho [38] , who reports Monte Carlo simulations to test statistical methods for detecting analytical bias.
Charlet and Marchal [39] report the use of certified reference materials in making metrologically sound measurements of heavy metals in groundwater. They underline the role of a matrix CRM in estimating bias in method validation. Müller [40] also emphasises the use of appropriate reference materials to establish analytical bias of routine methods in laboratory medicine.
Heydorn and Anglov propose a new approach for estimating measurement uncertainty of methods for which a functional form of the reproducibility standard deviation of the measurement result can be assigned. The variation of the standard deviation implies that a simple linear or weighted regression to produce the calibration function is not optimal, and they give analysis of synthetic lead solutions by ICP-AES as an example [41] . In this example bias is shown to be borderline significant (at 5%), but it is not clear if the uncertainty of the bias estimate is included in their uncertainty budget.
In electrophoretic analysis in microchips Lacharme and Gijs [42] has shown a bias (called "sample bias") on the same chip between injections by the electrokinetic effect and by back gate pressure injection for Rhodamine B but not for fluorescein. Apparently Rhodamine B flows faster during electrokinetic injection. This shows the importance of proper tests for bias during development and validation of a method.
Two recent approaches to the treatment of bias in new analytical methods based on chromatography, by Holden et al. [43] and Yang et al. [44] will be discussed. Holden and her team at NIST (National Institute of Standards and Technology) have reported making metrologically traceable (to the SI) measurements of the amount of DNA using HPLC (and high performance inductively coupled optical emission spectroscopy HP-ICP-OES) for the phosphorus content of thymidine 5 -monophosphate (TMP) as phosphate. The purity of a TMP standard used to measure bias was determined by two chromatographic methods both using diode array detection to be better than 99%. Standard solutions made up to measure the bias of the HPLC and HP-ICP-OES methods investigated were weighed on five figure balances with buoyancy correction. Contributions to the uncertainty of the mass fraction of TMP included uncertainties in: the mass of TMP, the mass of the 5% HCl digestion solution, the Karl Fischer determination of the water content of TMP, and possible undetected TMP impurities. Analysis of phosphate was carried out using a Dionex DX 500 ion chromatograph with an ED 50 conductivity detector. The retention time of phosphate ion was 7.0 min. The phosphate peak was well separated from the chloride and the nitrate ion peaks, which had retention times less than 4 min. For quantitative analysis, a standard phosphate solution (made from a NIST SRM) was injected before and after each injection of the dilute digested phosphate sample solution. Full GUM uncertainty budgets were prepared and bias and expanded uncertainty reported. The expanded uncertainty of the HPLC method was about 1% with biases measured from 3 to 5%. The extreme care and attention to detail that is clear from this paper, gives high confidence in the reported characteristics of the method.
Yang et al. [44] report the validation of the measurement of apomorphine in canine plasma by liquid chromatographyelectrospray ionization mass spectrometry. Using what appears to be the same standard material for calibration and recovery they quote relative standard deviation of less than 5.9% and a relative bias of less than 7.5%. The method calibrates the ratio of areas under protonated molecular ion m/z 268 for apomorphine and m/z 234 for the internal standard mentazinol, and measures bias as the difference between the nominal concentration of a QC spike and the measured concentration expressed as a percentage. Apart from the concern of using the same standard for calibration and quality control (of which the traceability of the purity is not asserted), this might be seen as following the O'Donnell approach discussed above, although Yang et al. do not go on to claim their RSD values as measurement uncertainty, nor do they state that the bias is not significant and therefore not corrected.
These two papers show that the rigor with which methods are validated depends on the ultimate use of the method and the requirements of potential analysts.
Conclusions
A proper understanding of systematic effects in chemical analysis is a requirement for the production of metrologically sound measurement results. In method validation the inherent characteristics of the method, which includes bias, must be established by an appropriate statistically designed campaign. Estimation of run bias, whether deemed significant or not, allows for a simplified assessment of measurement uncertainty. To maintain metrological traceability of a measurement result, any estimate of systematic effects that are subsequently used to correct initially estimated amounts, must themselves be traceable. This is best done using appropriate matrix matched certified reference materials.
